<table>
<thead>
<tr>
<th>学位の種類</th>
<th>博士（医学）</th>
</tr>
</thead>
<tbody>
<tr>
<td>報告番号</td>
<td>甲第1607号</td>
</tr>
<tr>
<td>学位記番号</td>
<td>第1142号</td>
</tr>
<tr>
<td>氏名</td>
<td>中野 優</td>
</tr>
<tr>
<td>授与年月日</td>
<td>平成30年3月26日</td>
</tr>
</tbody>
</table>

学位論文の題名

Development of tandem mass spectrometry-based creatinine measurement using dried blood spot for newborn mass screening. (タンデムマスを用いた新生児クレアチニンスクリーニング法の確立)


論文審査担当者

主査：安井 孝周
副査：大手 信之，齋藤 伸治
Development of tandem mass spectrometry-based creatinine measurement using dried blood spot for newborn mass screening.

【Background】
Congenital anomalies of the kidney and urinary tract (CAKUT) are the most prevalent etiologies of pediatric chronic kidney disease (CKD). It has been reported that early intervention for CAKUT can prevent disease progression. Therefore, early identification of patients with CAKUT is crucial to protect the remaining renal function and to prevent complications in other organs due to CKD. However, no robust mass screening methods have been developed to detect patients with CAKUT, making early intervention to prevent progressive renal failure challenging. In Japan, newborn mass screening using tandem mass spectrometry (MS/MS) and dried blood spot (DBS) analysis for 19 inherited metabolic disorders has been in effect since 2013. Therefore, renal function-based mass screening for CAKUT using the same DBS analysis is reasonable and applicable for all Japanese children. In the present study, we sought to establish a new method for mass screening of renal function using DBS analysis and MS/MS.

【Methods】
We applied tandem mass spectrometry to measure the creatinine (Cr) value from dried blood spot analysis, which has been used for newborn mass screening. Subsequently, we evaluated the correlation between DBS Cr measured by MS/MS and serum Cr measured by the conventional method in pediatric patients with CKD. Finally, DBS Cr was measured in 190 full-term, healthy newborns on days 4-6 after birth.

【Results】
We established a system of MS/MS-based measurement of Cr from DBS. A high correlation (R = 0.863) of the serum Cr level with the DBS Cr level (0.5693 times lower than the serum Cr level) was observed in the full range. The median DBS Cr value in newborns was 0.222 (interquartile range: 0.189, 0.269) mg/dl. No significant correlations were found between DBS Cr values and body weight, Apgar score, gestational age, and sex in newborns.

【Conclusion】
We have developed a new method of MS/MS-based measurement of DBS Cr, and we demonstrated that it is practical, cost-effective, and could be used as a screening method to detect CAKUT in the neonatal period. This method can be a realistic screening method with respect to the fact that nationwide screening is possible owing to the tandem mass screening method that is already in use. Further studies involving more neonates including CAKUT patients should be carried out.